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Superconducting shields are commonly used to suppress external magnetic interference. We show, 
that an error of almost an order of magnitude can occur in the coil- factor in realistic configurations of 
the solenoid and the shield. The reason is that the coil- factor is determined by not only the geometry 
of the solenoid, but also the nearby magnetic environment. This has important consequences for 
many cryogenic experiments involving magnetic fields such as the determination of the parameters 
of Josephson junctions, as well as other superconducting devices. It is proposed to solve the problem 
by inserting a thin sheet of high-permeability material, and the result numerically tested. 

PACS numbers: 07.55.Nk, 85.25.Cp, 41.20.Gz 



Many experiments characterizing superconductors and 
superconducting devices involve applying a magnetic 
field. One typical class of such experiments is the char- 
acterization of Josephson j unctions [T]. 

Superconducting shields are unsurpassed to prevent 
extraneous AC and DC magnetic fields, e.g., high fre- 
quency magnetic noise and the Earth's magnetic field, 
from affecting magnetically delicate cryogenic instru- 
ments and experiments. However, in order to measure 
the magnetic properties of specimens in such setups, one 
has to mount one or more solenoids inside the shield. 
Often the trade off between demands for homogeneous 
fields and limited space places the coil in close vicinity 
of the shield. It is not surprising [2 - but often forgotten 
- that a shield which is close-fitting around the coil may 
strongly deform the magnetic field lines and thus change 
the coil factor, C. 

It is common practice to use a Hall probe at room 
temperature to calibrate coils for magnetic measure- 
ments, even when the coils are to be used in a cryogenic 
environment [3 . From this calibration it is possible to de- 
termine the coil factor, C, relating the DC coil current, 
Icoih to the B-field, Bi in the center of the solenoid 



Bi — CI co u . 

The problem arises when the coil is consequentially en- 
closed in a superconducting magnetic shield. For an ideal 
high-permeability shield, with \i r — > oo, the problem does 
not arise, as the effect of the magnetically soft shield is 
to create a virtual, free space for the field lines. 

First we consider the case of the infinite solenoid in 
free space and then compare to an infinite solenoid in 
an infinite, cylindrical superconducting shield. In free 
space, the internal field of the solenoid can be deter- 
mined directly from simple, proven theoretical expres- 
sions. If Ampere's Law is integrated along loop number 



2 in Fig. [T] it can be seen that the field outside the in- 
finite solenoid, B extl in free space is everywhere zero, as 
it must be zero at r — > oo. Similarly, for loop number 1, 
the field must be constant everywhere inside the volume 
enclosed by the solenoid. 

If we now apply Ampere's Law to loop 3 in the figure, 
it can be seen that the field inside the solenoid, is 
given by 



Bi = — B, 



ext 



(1) 



where A is the current density (per unit length) of the 
coil. Eq.Q is valid regardless of the presence of a super- 
conducting shield on the outside. 
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FIG. 1: Illustration for the calculation of magnetic fields 
for infinite solenoid in an infinite cylindrical superconducting 
shield. 

For the infinite solenoid inside a superconducting shield 
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we simply note, that B ext > for a close-fitting super- 
conducting shield (Ar = R — r coi i <C r co u), . This is 
because the field lines must close on themselves, and now 
have a limited volume in which to do so. Enclosing an 
infinite solenoid in a close-fitting ideal superconducting 
shield (Bsc — 0) increases B ext , while the field inside 
the solenoid is reduced. Flux conservation gives: 

AextB e xt = Ai n tBi , (2) 

where the areas A ext and A int are the cross-sectional ar- 
eas, between the coil and shield and inside the coil, re- 
spectively. From Eqs.([T]) and Q we find: 




if the width of the coil is negligible. Eq.Q has been 
normalized to the free space value, B i0 = /i A. 

Using Comsol Multiphysics[4] finite-element magne- 
tostatic simulations, the effect of enclosing a finite 
solenoid with a fixed I co u in a superconducting shield 
has been investigated. The coil has the parameters 
(dinner ,r out er ,h) = (15mm, 18mm, 50mm) , where h is 
the height (see Fig. [2|. The distance between the end 
of the coil and the bottom of the superconducting shield 
can is denoted Ah. Furthermore, the current, I co u, is 
DC, which implies a uniform current density in the coil 
cross-section. 

The problem is axisymmetric and the boundary con- 
ditions are set to magnetic insulation on the boundary 
of the superconducting shield. In principle, the shield 
top should be open, but the simulation is faster, and the 
difference in the result is within the error of the simula- 
tion, by setting the top boundary condition to magnetic 
insulation as well. The reason is, of course, that it is 
sufficiently far away, that only a negligible portion of the 
magnetic field lines would go in this area, even if it was 
open. The meshing was done automatically, and increas- 
ing the mesh density did not alter results. 

The geometry used in the simulation is shown in Fig. 
[2] The magnetic field lines are drawn on top of the ge- 
ometry. The maximum value of the field is located ap- 
proximately at the same position, regardless of the coil's 
position in relation to the shield. 

The results of simulations for a large number of geome- 
tries are shown in Fig. [3] The plot shows the maximum 
value of the magnetic field strength inside the coil as a 
function of the bottom distance, Ah, and the radial dis- 
tance, Ar = R — r ou ter, between the solenoid and the 
superconducting shield. 

The results show a strong influence of the supercon- 
ducting shield on the generated magnetic field strength. 
In fact, a radial spacing between the solenoid and the su- 
perconducting shield of around 2r co u is needed to reach 
90%of£ i0 . 




FIG. 2: (Color online) Graphical output of a typical simula- 
tion. The magnetic field lines are drawn on top of the geom- 
etry. Note that in this figure, the z-scale is very compressed 
compared to the r-scale (h — 50mm, R — 20mm). Numerical 
errors introduced by the fleldline algorithm are the cause of 
the small-lengthscale oscillations of the fieldlines in the top, 
far right. 




FIG. 3: (Color online) Plot of the magnetic field in the center 
of the solenoid normalized to the free space value as a function 
ofthe distance to the bottom, Ah, and radial distance to the 
superconducting shield, Ar = R — router- The colored plane 
below the surface is a filled contourplot, which illustrates the 
shape. The lines in the countourplot represent the numeric 
solution to the equation Bi(Ah, Ar) = c where c is different 
for each line. 



The deciding factor appears to be the radial distance, 
Ar, as even a rather large Ah only gives a 10% increase 
in field. The effect is larger for larger Ar. 

The results show a very weak dependence on Ah and 
thus we should expect good agreement with the theo- 
retical expression in Eq.(|3]). For fitting purposes, an 
additional parameter, a, is introduced to deal with the 
solenoid being finite, and the nearby capped end of the 
shield: 
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Fig. [4] is a comparison of Eq. Q and the simulation 
output for one value of Ah. The fitting parameters are 
r co ii and the value of a, and the best fit is found for 
( r coih a ) — (14mm, 0.94). Considering the crudeness of 
the model the fit is acceptable. It also produces a rea- 
sonable value for r co u. 

The main effect of the cap on the closer end of the 
shield is to slightly change the limiting value for R — > 00, 
and thus a < 1, as seen in Fig. [3j 
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FIG. 4: Comparison between a fit of the theoretical expression 
Eq.Q and the simulation output for Ah = 2.5cm. This fit 
gives r co u — 14mm and a — 0.94. 

The effect of a high-permeability shield inside the su- 
perconducting shield is similar to inserting a large virtual 
volume of magnetic vacuum. The virtual volume is a fac- 
tor of fi r thicker than the actual shielding material, and 
should thus mediate the effect of confinement by the su- 
perconducting shield. The high-permeability sheet has 
been modeled as a cylinder with \i r = 75000, which is 
the stated value for Cryoperm[5 10® typically used for 
cryogenic shielding. The result of inserting a 1mm thick 
cylinder between the solenoid and the superconducting 
shield is a full recovery of the of the coil factor to the 
value obtained for R ^> r co u. Also, with the cylinder in- 
serted, Bi is insensitive to the value of R. This is reason- 
able, as 1mm of high-permeability metal with \i r = 75000 
should be roughly equivalent to 75m of vacuum between 
the solenoid and the superconducting shield. 

The field strength outside the solenoid can exceed the 
field strength inside, when Ar is very small compared to 
r co u- This means, that the critical field of the supercon- 
ducting shield might be reached before expected. This 
may introduce hysteresis into measurements as well as 
large trapped magnetic fields. This can also be coun- 
tered by the use of a cryoperm sheet. 



In this paper we have presented a commonly over- 
looked source of systematic error in cryogenic setups in- 
volving magnetic fields. It was shown, that systematic 
errors in the coil factor of at least an order of magni- 
tude can be realized in setups with radial shield dis- 
tance Ar <C r co n, when comparing to a simple Hall-probe 
measurement coil factor or standard free-space formulae. 
Furthermore, an approximate theoretical expression was 
derived for estimating the real magnetic field or coil fac- 
tor inside a solenoid enclosed in a superconducting shield. 

The most important parameter is the radial distance 
between the solenoid and the shield. The dependence 
on the distance from the coil to the shield in the axial 
direction is very weak - even to the limit of very small 
values of Ah. The solution is to either make ample space 
around the coil inside the superconducting shield or in- 
sert a high-permeability metal sheet between the coil and 
the superconducting shield. The effect of the sheet is ef- 
fectively to insert a virtual vacuum for the magnetic field 
lines to close in, thus screening the coil from the effect 
of confinement. In any case, this shows the importance 
of calibrating the solenoid in situ. In situ calibration 
can be done using a SQUID magnetometer, without a 
high-permeability metal shield, if the maximum attain- 
able field in the solenoid is not the limiting factor. 
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